are not optimized for contrast detection because of their design for high-frequency fundamental-mode imaging. However, data from transcutaneous contrast imaging suggests the possibility of utilizing contrast ultrasound for molecular imaging or vasa vasorum assessment to further elucidate atherosclerotic plaque deposition. This paper presents the design, fabrication, and characterization of a small-aperture (0.6 × 3 mm) IVUS probe optimized for high-frequency contrast imaging. The design utilizes a dual-frequency (6.5 MHz/30 MHz) transducer arrangement for exciting microbubbles at low frequencies (near their resonance) and detecting their broadband harmonics at high frequencies, minimizing detected tissue backscatter. The prototype probe is able to generate nonlinear microbubble response with more than 1.2 MPa of rarefractional pressure (mechanical index: 0.48) at 6.5 MHz, and is also able to detect microbubble response with a broadband receiving element (center frequency: 30 MHz, −6-dB fractional bandwidth: 58.6%). Nonlinear super-harmonics from microbubbles flowing through a 200-µm-diameter micro-tube were clearly detected with a signal-to-noise ratio higher than 12 dB. Preliminary phantom imaging at the fundamental frequency (30 MHz) and dual-frequency super-harmonic imaging results suggest the promise of small aperture, dual-frequency IVUS transducers for contrast-enhanced IVUS imaging.
I. Introduction I t is well known that atherosclerotic cardiovascular disease is a leading cause of death worldwide, and one which often manifests without warning [1] . For up to 75% of acute coronary syndromes, the underlying pathological mechanism is hypothesized to be atherosclerotic plaque rupture [1] . Unfortunately, a high percentage of vulnerable plaques are also angiographically occult (nonstenotic), and these are responsible for a high proportion of ensuing cardiac events resulting in either fatalities or requiring further interventional treatment [2] , [3] . For this reason, detection and characterization of plaques which are rupture prone is one of the most active areas of research in cardiology and biomedical imaging [4] . The vasa vasorum is a network of microvessels which supports larger vessels such as the aorta, and increased density of the vasa vasorum has been associated with a plaque advancing from a stable state to a rupture-prone state [5] , [6] . additionally, intraplaque hemorrhage occurring from thin-walled, immature microvessels has been present in plaques in many cases of sudden coronary death [7] . Evidence suggests that vasa vasorum proliferation and associated angiogenesis and inflammation is associated with plaque instability and rupture [7] [8] [9] [10] . Because our ability to predict the instability of atherosclerotic lesions remains a substantial challenge, there is an unmet need for new imaging methods to identify, detect, and differentiate these pathologies [11] .
The new technology of ultrasound molecular imaging utilizes contrast agents displaying targeting ligands to identify areas of inflammation and angiogenesis associated with disease progression (targets that cannot be identified by B-mode ultrasound) [12] [13] [14] . Prior data suggests that ultrasound molecular imaging will provide a unique opportunity for plaque biomarker evaluation (such as inflammatory or angiogenic markers) and for identification of vulnerable plaques [15] . additionally, a new high-frequency contrast imaging technique, acoustic angiography [16] , takes advantage of exciting microbubbles near resonance and detecting their high-frequency, broadband harmonics with sufficient bandwidth separation to achieve both high resolution and high contrast-to-noise ratio (cnr). data has shown that acoustic angiography enables detailed visualization and analysis of microvascular structure [16] , [17] , and will likely be applicable to vasa vasorum imaging. Thus, we hypothesize that there is a role for contrastenhanced ultrasound imaging in the assessment of atherosclerosis.
Feinstein has illustrated the potential of contrast enhanced transcutaneous ultrasound imaging on the carotid artery [18] , but the potential of transcutaneous ultrasound has limitations with resolution and motion artifacts [19] , especially if the target is the deeper coronary arteries. This may present an opportunity for intravascular ultrasound (IVUs), although commercial IVUs systems have lacked contrast-enhanced imaging capability. This absence of technology may be due to the fact that nonlinear detection strategies for contrast imaging are most effective near the resonant frequency of microbubble contrast agents, which is typically between 1 and 10 MHz [20] . Thus, con-ventional contrast imaging strategies are not very effective with high-frequency ultrasound (35 to 50 MHz) that is typically used with IVUs. To overcome this challenge, Goertz and collaborators have been evaluating both subharmonic and harmonic contrast IVUs imaging, with the goal of vasa vasorum imaging [3] , [21] . Their research showed a contrast-to-tissue ratio (cTr) of 28 dB in subharmonic imaging with a fundamental frequency of 30 MHz [3] and 25 dB in second-harmonic imaging with a fundamental frequency of 20 MHz [21] .
We hypothesize that resolution and contrast to tissue ratios can be further improved over subharmonic or harmonic contrast IVUs imaging by excitation of microbubbles near resonance and detecting their backscatter at a bandwidth substantially higher than that of the transmission, previously called super-harmonic, ultra-broadband, or transient imaging. In prior work, de Jong et al. [22] , Bouakaz et al. [23] , and Kruse and Ferrara [24] demonstrated that substantial improvements in cTr could be achieved by detecting the high-frequency energy produced by microbubbles excited at lower frequencies. Bouakaz et al. utilized a dual-frequency transducer to illustrate that the cTr of the fourth and fifth harmonic could be 15 and 7 dB higher than that of the second harmonic, respectively [23] . Kruse et al. also utilized a dual-frequency transducer arrangement and demonstrated that substantial scattered energy from microbubbles excited near 2 MHz could be detected at a frequency as high as 45 MHz. More recently, Gessner et al. [16] , [17] , [25] utilized mechanically-scanned dual-frequency transducers (transmit at 2 or 4 MHz; receive at 30 MHz) on the Visualsonics Vevo770 (Visualsonics Inc., Toronto, on, canada) to perform high-frequency 3-d contrast imaging of in vivo microvasculature and achieved resolution on the order of 100 μm with a cTr high enough that microvessels could be readily segmented from the images and their morphology analyzed.
despite the promising cTr and vessel imaging capability of this imaging approach, there is a substantial challenge for ultra-broadband contrast-enhanced intravascular ultrasound (cE-IVUs), which is likely why it is still relatively undeveloped. The primary limitation is the large frequency span, which is outside of the current bandwidth of commercially available single-frequency transducers. such difficulty could be surmounted by using multiple confocal transducers as described by Gessner [25] , however dual-frequency transducers of the necessary frequency range do not yet exist in a form factor required for IVUs.
In this paper, we demonstrate the design, fabrication, and characterization of a small aperture, dual-frequency IVUs transducer which provides sufficient bandwidth separation for high cTr, high-resolution cE-IVUs imaging.
II. Materials and Methods

A. Transducer Design and Fabrication
The dual-frequency transducer was designed as a dual layer transduction structure, composed of a low-frequency transmitting layer and a high-frequency receiving layer (Fig. 1) [26] . The transmission layer was placed behind the receiving layer (with respect to a forward-traveling sound wave) because low-frequency transmitted acoustic waves could propagate through the smaller, high-frequency element. The placement of the receiving layer has little interference on the transmission because of its small thickness (65 μm) compared with the transmitting wavelength (616 μm). The selection of 6.5 MHz as the transmitting layer's center frequency was chosen because it was both close to the contrast agents' resonant frequency and because the piezoelectric material for this element was readily available. The high-frequency receiving layer was positioned in the front of the transducer to minimize the interference from the transmitting layer. a frequency-selective isolation layer with a quarter-wavelength of 30 MHz [27] was placed between the two piezoelectric layers to allow the low-frequency transmitting wave to pass through, but the high-frequency receiving wave to be reflected at the isolation interface. Transducer dimensions were optimized using a Krimholtz-leedom-Matthaei (KlM) model [28] to validate the thickness of layers, length, and width of each component for ideal thickness mode excitation. Material properties and final optimized parameters for modeling and fabrication are summarized in Table I . The aperture of the high-frequency receiving layer was designed to be similar to that of commercial IVUs transducers [29] , and thus significantly smaller than that of the transmission layer. The relatively large aperture of the low-frequency component was designed to obtain reasonably low electrical impedance at low frequencies for higher acoustic pressure transmission. The modeling of the 30-MHz element considered the existence of the 6.5-MHz element at side B (back side) as backing according to the structure of the design in Fig. 1 . The design of the transducer used lead magnesium niobate-lead titanate (PMn-PT) instead of polyvinylidene fluoride (PVdF) as the receiving layer for higher sensitivity because [30] : 1) PMn-PT has a much higher piezoelectric and electromechanical coupling coefficient than PVdF, and 2) the dielectric constant of PMn-PT is 400 to 600 times higher than that of PVdF, making it easier to match the electrical impedance to the receiving system.
In the fabrication of the dual-frequency transducer, a 5 × 5 mm piezoelectric acoustic stack was first assembled and then diced into 0.6-mm-wide slices as individual transducers. The assembly process started with a 5 × 5 mm PMn-PT plate which was lapped to 300 μm ( f = 6.5 MHz) in thickness and then coated with Ti/au (Ti: 10 nm and au: 100 nm; E-Beam, Jefferson Hills, Pa) on both surfaces (Fig. 2, step 1) . a second piece of PMn-PT (0.5 × 5 × 0.3 mm) was then bonded on the first PMn-PT layer using conductive silver epoxy to form the highfrequency receiving element and frequency-selective isolation layer. Polystyrene microspheres (Polysciences Inc., Warrington, Pa) having a nominal diameter of 10 μm were added (about 1% in volume) to the silver epoxy so that the thickness of bonding layer was controlled to be 13 to 15 μm to function as a frequency-selective isolation layer previously mentioned (Fig. 2, step 2) . after the silver epoxy cured, a composite layer of al 2 o 3 powder (1 μm grain size, logitech ltd., Glasgow, UK) and Epo-tek 301 (Epoxy Technology Inc., Billerica, Ma) was mixed 1:1 by weight and centrifuged at 10 000 rpm (5590 g) for 10 min (Microfuge lite, Beckman coulter Inc., Brea, ca). The prepared composite was then cast onto the front of the 5 × 5 mm PMn-PT layer beside the 0.5-mm-width slice. a small margin (0.5 mm) at one edge was left as an electrical connection site for later wiring. after the al 2 o 3 /epoxy composite cured, it was then lapped until the bonded composite layer was 80 μm thick, making the thickness of the top PMn-PT layer 65 μm ( f = 30 MHz) on top of the 15-μm isolation layer (Fig. 2, step 3 ). another Ti/au layer (Ti: 10 nm and au: 100 nm) was then deposited onto the top surface to form the top electrodes. The final stack was then diced into 0.6-mm-wide slices to form individual dual-frequency transducers (Fig. 2, step 4) . Each slice was bonded to the tip of a 20-gauge hypodermic needle (Fisher scientific International Inc., Hampton, nH) and then coated with a layer of parylene film (15 μm). The parylene film served two purposes: 1) to act as a matching layer of the 30-MHz high-frequency element, and 2) to provide electrical isolation in the form of a passivation layer for the entire transducer. Finally, the transducer was poled with a dc electrical field of 10 kV/cm for 15 min in silicone oil at room temperature.
after the transducers were poled, electrical characteristics such as capacitance, loss, and input electrical impedance were characterized using an agilent 4294a precision impedance analyzer (agilent Technologies Inc., santa clara, ca). capacitance and loss were measured at 1 kHz and the input electrical impedance was measured near the resonant frequency of each element, individually.
B. Acoustic Characterization
The main design consideration for the low-frequency (6.5 MHz) transmission element was to deliver adequate peak negative pressure (e.g., > 1 MPa) to produce detectable nonlinear oscillations of microbubble contrast agents. The peak negative pressure of the small aperture transducer was measured using a calibrated needle hydrophone (Hna-0400, onda corp., sunnyvale, ca) positioned axially at 3 mm away from the transducer. This distance was kept constant between pressure measurements and subsequent microbubble tests to estimate pressure levels applied to the contrast agents. The excitation pulse used was a sinusoidal burst (1 to 5 cycles) at 6.5 MHz generated by an arbitrary function generator (aFG3101, Tektronix Inc., Beaverton, or) and amplified by 55 dB with a radio-frequency amplifier (Model 3200l, Electronic navigation Industries Inc., rochester, ny). The amplitude of the transmission signal was adjusted from 50 to 350 mV (peak-to-peak) before amplification. Pressure output of the transducer was recorded using an in-house labVIEW (national Instruments co., austin, TX) data acquisition system. The receive element design optimized both reception sensitivity and bandwidth, which is critical for detection of the broadband, nonlinear microbubble signal. Pulse-echo tests were performed to measure the bandwidth of the transducer. a steel block with a flat surface was positioned 3 mm in front of the transducer as the target. a pulser/ receiver (5900Pr, Panametrics Inc., Waltham, Ma) was used to interrogate the target in pulse-echo mode with minimal energy. The reflected signal was high-pass filtered ( f c = 3 MHz) by the pulser/receiver and then recorded using a digital oscilloscope (dso7104B, agilent Technologies Inc., santa clara, ca). loop sensitivity was measured with a similar setup, but the excitation signal was replaced by a 10-cycle sinusoidal burst.
C. Contrast Detection by the Transducer
To validate the contrast response of the transducer, microbubbles were excited by the low-frequency element and the nonlinear responses from microbubbles were detected using the high-frequency element. relative positions of the transducer and the tube were carefully adjusted in a water bath using a 3-axis precision rectilinear stage. In the alignment process, an acoustically transparent 200-μm-diameter microtube was filled with air to provide a strong echo to indicate alignment in the lateral dimension of the 30-MHz element. Time of arrival of the echo was used to calculate the distance between the transducer and the tube to position it axially 3 mm away from the transducer. Polydisperse lipid-shelled microbubbles (Fig. 3) were formulated as described previously [31] and pumped through the aligned micro-tube at a concentration of 4.8 × 10 8 microbubbles/ml at a velocity between 1.8 and 4.4 cm/s to maximize the signal response. The tube was slightly angled (~10°) with respect to the front surface of the transducer to reduce specular reflections from the wall of the tube.
once the transducer was aligned and positioned for the contrast imaging, the excitation pulse sequence was adjusted for optimal imaging quality. a sinusoidal burst was used to excite the transmitting element with pulse lengths between 1 to 5 cycles and voltage variations from 50 to 350 mV pp in 50 mV pp increments. For each combination of testing parameters, 100 a-lines of microbubble echoes were received and recorded by the high-frequency element for offline analysis. The contrast imaging data was evaluated using both time-domain amplitude analysis and short-time Fourier transform.
D. Imaging With the Transducer
Fundamental imaging at 30 MHz and dual-frequency super-harmonic contrast imaging were tested with the transducer in tissue-mimicking phantoms immersed in water (Fig. 4) . Typical phantoms had a speed of sound similar to tissue (1496 m/s), relatively high attenuation (0.9 dB/cm at 3 MHz), and had fully developed speckle. a hole was drilled through the phantom using a thinwalled steel tube (5.5 mm od, 0.4 mm wall thickness) to simulate a vessel. after drilling, the dual-frequency probe was placed in the center of the lumen and rotated to make an IVUs image. The rotation was controlled using a microcontroller that stepped the transducer at 0.9° angular increments for one revolution and provided a trigger for the excitation pulse. an acoustically transparent tube with 200-μm-diameter was placed through the phantom, running parallel to the channel. diluted microbubbles were pumped through the tube (4.4 cm/s) while imaging. a 0.6-mm-diameter steel rod was placed in the phantom opposite the microbubble tube to provide a strong reflection target for comparison. Both the microbubble tube and the steel rod were embedded at ~4 mm radially in the phantom to test whether the system could detect contrast in a scattering and attenuating medium, which is typical of tissue.
For fundamental imaging, both acoustic excitation and signal reception were performed using the 30-MHz element. a pulser/receiver supplied the transducer with a 1 μJ excitation pulse at every step and the reflected signal was recorded by the labVIEW data acquisition system described previously. For super-harmonic imaging, a 2-cycle sinusoidal burst was amplified by the 3200l rF amplifier to excite the 6.5-MHz transducer while the 30-MHz element was used for receiving. The data was digitally band-pass filtered with a frequency window of 25 to 35 MHz corresponding to the receive element's band- width. The acquired a-lines were then envelope detected and scan converted to an IVUs image where the cTr was measured by using regions of interest to calculate the mean signal strength.
III. results and discussion
The dual-frequency transducer prototype was housed on the tip of a 20-gauge hypodermic needle (Fig. 5) . The back surface (side B in Fig. 1 ) of the transducer was bonded to the needle with conductive epoxy, allowing the needle to function as an electrical lead to the back side of the 6.5-MHz transducer. co-axial wires (25 gauge) were attached to the top electrode and common electrode between the two PMn-PT layers and then threaded through the needle.
A. Electrical Characterization
The capacitance and loss at 1 kHz (measured with an agilent 4294a precision impedance analyzer) showed good agreement with predicted values. capacitance values of the transducers were 344 pF for the 6.5-MHz transmission element and 131 pF (including a 2 pF parasitic capacitance from the al 2 o 3 /epoxy layer) for the 30-MHz receiving element. This data was in agreement with theoretical calculations using a relative dielectric constant of 4000 (Hc Materials, Inc.). loss of the transducer was 1.1% for transmission and 2.7% for reception, similar to the properties of PMn-32%PT.
The measured input electrical impedance at the resonant frequency 
B. Acoustic Characterization
The peak negative pressure of the 6.5-MHz element was recorded with different excitation voltages. Measurements were recorded at the contrast imaging area to verify that this would be the pressure applied in the region of the microbubbles. as shown in Fig. 7 , the response of the low-frequency transducer was nearly linear at excitation voltages lower than 70 V, having an average transmitting sensitivity of 14.5 kPa/V. nonlinearities showed up when the input was higher than 70 V. at about 100 V, more than 1.2 MPa rarefractional pressure (MI: 0.48) was generated, which was sufficient to produce a high-frequency broadband response from microbubbles imaged in tissue in prior studies [16] , [17] .
Pulse-echo experiments illustrated the broad bandwidth of the receiving element [ Fig. 8(b) ]. The pulse length of the echo signal was about 80 ns (at −20 dB), corresponding to an axial resolution of 60 μm in tissue, which means that the high-frequency transducer can be used in pulse-echo mode for high-resolution fundamental imaging. The −6 dB fractional bandwidth of the receiving element was measured to be 58.6%, covering a frequency span of 20 to 38 MHz, providing good reception of the high-frequency, broadband microbubble response. Because of the frequency selective isolation layer, the high-frequency element behaves as if there was little backing for it. as such, the bandwidth predicted by the modeling result was broad [ Fig. 8(a) ] and is seen in the measured bandwidth [ Fig. 8(b) ]. Burst excitation showed that the loop sensitiv- ity of the receiving element relative to the transmitting element was −38.3 dB.
The transmit frequency spectrum was measured by hydrophone using a 2-cycle burst excitation, and the receive bandwidth was measured from the pulse-echo experiment driven with a 1 μJ impulse. The −20 dB frequency response of the transmit element was 4.0 to 8.9 MHz. The frequency response of the transmitting and receiving elements were well separated (>5 MHz at −20 dB) (Fig.  9) , which is ideal for detecting microbubble broadband frequency content and achieving high cTrs.
C. Contrast Detection by the Transducer
Microbubble response was clearly detected with the dual-frequency transducer. In the time-domain amplitude analysis, an rms value through the 100 lines of data was taken as the amplitude of the microbubble response. The received data was first high-pass filtered at 10 MHz to thoroughly remove residual tissue/phantom responses at the fundamental or low harmonic frequencies. residual stationary signals from the tube wall were filtered using a clutter filter, leaving only the transient high-frequency signal from microbubbles. rMs values of the microbubble response with different excitations are shown in Fig. 10 . as shown in the figure, the background noise was about 0.5 mV, the source of which is primarily the noise of the amplifier. With 1-cycle burst excitation, the peak negative pressure was low (PnP <0.65 MPa) at all voltage inputs (14 to 98 V), resulting in low (6 dB) snr [ Fig.  10(a) ]. With 2 or more cycles in each burst, microbubble response could be more than 1.5 mV at 70 V excitation (PnP ≥0.8 MPa), and the snr was larger than 10 dB [Figs. 10(b) and 10(c)]. Because of the small q-factor of the receiving element, each negative peak of the transmission wave was clearly discernible temporally [ Fig. 10(c)] . at 2 or more cycles in each burst, 42 V input excitation was high enough to excite the nonlinear microbubble response (however, at a low snr of 4 dB), corresponding to a rarefractional pressure of 0.65 MPa. The microbubble response was just slightly higher at 98 V input compared with 70 V input, and we hypothesize that increasing the pressure to a level that is too high may decrease the cTr because of increased nonlinear response in tissue. no sig- nal was detected at low-level voltage excitation (14 V) and the response was always within the noise. In summary, up to an input voltage of 70 V, the snr increased rapidly with increasing driving voltage and then leveled off. If the input voltage was higher than 70 V, the signal increase of the microbubble response was less significant. Gessner et al. also observed a similar plateau for nonlinear microbubble response as a function of pressure when excited at 2 MHz [25] . The excitation voltage may be further optimized for in vivo conditions.
The spectra of the received signals were analyzed to investigate the microbubble response in frequency space. spectra of all 100 measurements were calculated using the short-time Fourier transform and the spectrum for a given test condition was analyzed. as shown in Fig. 11 , frequencies lower than 20 MHz were intrinsically suppressed by the transducer's receiving sensitivity, so low-frequency harmonics of the fundamental do not greatly contribute to the image formation in dual-frequency imaging. Input voltage was kept at 70 V while the number of cycles in the burst was varied (Fig. 11) . Bursts with fewer cycles produced higher axial resolution; however, a 1-cycle burst suffered from low snr because the peak negative pressure was too low to induce sufficient microbubble harmonics. With a 2-cycle burst at 70 V input, microbubble response was detected while minimizing loss of axial resolution (about 200 μm). The frequency content of the noise was less than −12 dB relative to the peak frequency content of the microbubble signal [ Fig. 11(b) ].
The presence of the microbubble signal was verified by rinsing the tube with pure water. The high-frequency response observed when imaging microbubbles vanished instantly when the microbubbles were cleared [ Fig. 11(f) ].
D. Imaging With the Transducer 1) Fundamental Imaging at 30 MHz:
Fundamental imaging mode was performed using the 30-MHz element in pulse-echo mode. an impulse with 1 μJ energy was used to produce acoustic waves and the reflected signal was recorded by a labVIEW data acquisition system at 100 MHz sampling rate. The envelope was detected and the magnitude was scan converted to the polar system as shown in Fig. 12 . In fundamental imaging mode, the reflection from the 0.6-mm steel rod was nearly 20 dB stronger than that from the 200-μm tube containing microbubbles.
2) Super-Harmonic Imaging:
In the dual-frequency imaging mode, microbubbles were excited using the lowfrequency element and backscatter was received using the 30-MHz element. The transmission input was a 6.5 MHz 2-cycle sinusoidal burst at 84 V. The received signal was high-pass filtered at 10 MHz before being digitized. The data was filtered digitally and reconstructed to create an image offline in Matlab. First, each line in the scan was band-pass filtered with a 60th-order finite impulse response filter with corner frequencies of 25 and 35 MHz, which is also the sensitivity range of the transducer. The frequency content in this bandwidth covers the majority of the fourth and fifth harmonics of the transmission frequency. after filtering, the wave package was detected from the signal and the magnitude was scan converted to polar coordinates as shown in Fig. 13 .
The microbubble-filled tube was clearly detected and had a cTr of 12 dB. There was some nonlinear response from the rod, signified by its presence in the image even after filtering, but the signal magnitude was strongly decreased in comparison to the fundamental-mode image. In dual-frequency imaging, the microbubble response was almost the same magnitude as the reflection from the steel rod. Because the sound speed in steel is about 4 times of that in water, the reflection from the back surface of the steel rod seems very close to the reflection from the front surface, introducing a high distortion in the axial resolution on the rod.
IV. conclusion
In this paper, a dual-frequency IVUs transducer was designed, fabricated, and characterized, and its contrast imaging and fundamental imaging capability were evaluated. The measured transducer performance matched the modeling results very well for both transmission and receiving components.
In the transducer design, two key features were proposed. First, the aperture of the receiving element was significantly smaller than the transmission element, enabling matched electrical impedance of both elements and matched acoustic impedance on transmit for increased acoustic deposition in the imaging field of view. second, the isolation layer placed intermediately between the two active layers enabled the low-frequency transmit wave to pass through the isolation interface, but the high-frequency receive wave to be reflected, which aided in decoupling signal content. Thickness of the isolation layer was controlled by mixing a 1% microsphere (10 μm diameter) solution into the silver epoxy. The addition of the microspheres had little effect on the acoustic or electrical properties of the silver epoxy. Finally, a layer of parylene coating acted both as shielding and as the matching layer of the high-frequency receiver. such design and fabrication processes were demonstrated to be successful in prototyping dual-frequency transducers for both fundamentalmode imaging and contrast-specific imaging.
The feasibility of ultra-broadband contrast enhanced intravascular ultrasound imaging was evaluated in vitro, using a unique prototype dual-frequency small-aperture transducer (T6.5/r30). Peak negative pressures higher than 1.2 MPa were generated at 3 mm away axially from the low-frequency element (0.6 × 3 mm) of the transducer, which proved sufficient for contrast imaging. sensitivity of the receiving element (0.6 × 0.5 mm) provided the capability to detect and record the broadband high-frequency response of microbubbles. Initial imaging of a 200-μm tube filled with microbubbles showed reasonably high snr (>12 dB). The small-aperture dual-frequency transducer design presented demonstrates the first of its kind for contrast-enhanced high-frequency ultra-broadband intravascular imaging.
Both fundamental mode and dual-frequency super-harmonic imaging were tested in vitro using a tissue-mimicking gelatin-based phantom. The 30 MHz pulse-echo fundamental imaging showed a very high snr (>25 dB) with reasonable resolution (200 μm). although microbubble backscatter was very weak in the fundamental mode, dual-frequency super-harmonic imaging generated high cTr (12 dB) and good resolution (200 μm) in resolving the microbubble-filled tube. The steel rod used in the experiments was an extremely exaggerated target with a reflection coefficient of 0.94 in water, thus the strength of the echo was large enough that weak high-frequency components of transmission were detectable. Because of the viscoelastic behavior of tissue, we would not expect to detect tissue harmonics in the high-frequency bandwidth at the transmission acoustic pressure levels (MI <0.48 at 6.5 MHz) used in these experiments. contrast agent detection in high fidelity is necessary for microbubble imaging strategies used in both molecular imaging and vasa vasorum localization. small-aperture transducers with high cTr and high resolution capable of detecting contrast agents would promote the transition of advanced contrastimaging methods to intravascular ultrasound applications.
although these results are promising, there are still improvements to be made in the near future. The noise level in the measurements was high (0.5 mV), resulting in an snr lower than 20 dB in super-harmonic imaging. This noise may have come from several different sources, such as the transducer, cabling, or the amplifier. It is anticipated that further isolating the power amplifier used in the transmission circuitry when receiving will likely decrease the noise level and improve the cTr and snr. digital signal processing methods, such as wavelet denoising, could also be employed to remove the broadband white noise from the amplifier efficiently. additionally, it is believed that further improvement can be made by exploring other piezoelectric composites (PMn-PT 1-3) that have been considered previously for intravascular applications [32] . Because of its low acoustic impedance and high electromechanical coupling coefficient, PMn-PT 1-3 transducers generally have a broader frequency bandwidth and a higher receive sensitivity. In conclusion, the small-aperture dual-frequency IVUs transducer presented in this paper suggests promising advances in contrast-enhanced IVUs imaging. Jiang is the author and co-author of two book chapters, one book, six issued Us patents and more than 10 Us patent applications, more than 40 peer-reviewed journal papers, and more than 60 conference papers on piezoelectric composite micromachined ultrasound transducers, ultrasound for medical imaging and therapy, ndE, smart materials and structures, and M/nEMs. dr. Jiang is a member of the technical program committee for IEEE UFFc. He is also a Guest Editor for the journal Sensors.
